THE  USE  OF THE MICROSCOPE.
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structed in view of this, the presence of the glass involving a
correction which varies with its thickness.    Some objectives are

FIG. 24.

provided with a collar which varies this correction, but most are
now made for use with a cover-glass of one thickness, generally